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ABSTRACT OF THE DISCLOSURE 

Transient data such as that relating to the radiant 
energy incident to a shock wave in a gas shock tube is 
converted to an analog signal and displayed on the screen 
of an oscilloscope. A video scanning means scans the 
amplitude axis of the displayed signal at predetermined 
intervals along the time axis of the signal and generates 
a first indicia when each scan is initiated and a second 
indicia when the scan intersects the displayed signal. A 
counting means initiates a count in response to the first 
indicia of each scan and terminates the count when the 
second indicia is generated. During the interval between 
scans the data in the counting means, a digital representa- 
tion of the amplitude of the displayed signal at the posi- 
tion of the scan, is shifted into a computer memory for 
storage. The stored digital data may be used either to 
calculate the area beneath the displayed waveform or 
for subsequent reconstruction thereof. 


ORIGIN OF THE INVENTION 

The invention described herein was made in the per- 
formance of work under a NASA contract and is subject 
to the provisions of Section 305 of the National Aero- 
nautics and Space Act of 1958, Public Law 85-568 (72 
Stat. 435; 42 USC 2457). 

BACKGROUND OF THE INVENTION 

The present invention relates to data acquisition sys- 
tems and more particularly to converting a displayed 
analog signal to digital values which are integrated for 
use in comparative evaluations. It has been used in a shock 
tube data acquisition system to determine the quantitative 
content of the radiant energy incident to a shock wave. 

The convective and radiative heating rates of a gas 
simulating the atmosphere of a planet may be studied 
by obtaining measurements proportional to the equilib- 
rium and nonequilibrium spectral radiation behind an 
incident shock wave within the gas. These measurements 
are helpful in the material design of planetary entry 
vehicles. 

In these measurements a gas shock tube is filled with 
a gas having a composition and under a pressure deter- 
mined by the planetary atmosphere which is being simu- 
lated. At one end of the shock tube a diaphragm having 
a scored center portion separates the atmosphere of the 
shock tube from a gas such as helium in a gas driver. 
The pressure of the gas in the gas driver is increased 
until the diaphragm separating the two gases ruptures 
creating shock waves which travel down the gas tube 
at speeds exceeding 40,000 feet per second. Energy is 
radiated behind the shock wave as it travels down the 
tube. A quartz lens positioned proximate a slit in the 
shock tube refracts this radiation, as it passes the slit, 
into several beams. Each beam is imaged on a mono- 
chromator which selects a narrow wave length interval 
of the incident light. A transducer is coupled to each 
monochromator and converts the energy in the incident 
light to an electrical signal which is amplified by a photo- 
multiplier and displayed on a cathode ray oscilloscope. 
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The area under the displayed signal on the oscilloscope 
is proportional to the total radiance in watts per cubic 
centimeter contained in the gas at the particular frequen- 
cy band displayed. To convert the area beneath the curve 
to a numerical representation to be used in further cal- 
culations the present state of the art photographs the 
displayed waveform with a Polaroid camera and cal- 
culates this area from the photograph manually. This 
method is extremely time consuming, limited in scope, 
susceptible to human error and in general, very inade- 
quate. 

OBJECTS AND SUMMARY OF THE INVENTION 

The present invention provides a display means for 
displaying an analog signal. A scanning means having 
a scan axis extending in the direction of the amplitude 
axis of the displayed analog signal scans the displayed 
signal at predetermined intervals along the time axis 
of the display. The scanning means generates a first 
indicia at the beginning of each scan and a second 
indicia when the scan intersects the displayed waveform. 
A counting means is responsively coupled to the scanning 
means and begins to count when the first indicia is gen- 
erated by the scanning means and terminates the count 
when the second indicia is generated. At the end of each 
particular scan the scanning means generates a third 
indicia which results in the transfer of the data contained 
in the counting means to a computer storage memory 
and the resetting of the counter for the next scan. 

The present invention provides a rapid, accurate and 
inexpensive method of digitizing the amplitude of a dis- 
played waveform at predetermined intervals. These digital 
representations may be shifted to a computer wherein 
they are employed to calculate the area beneath the dis- 
played waveform by Simpson’s or the Trapezoidal rule. 

The present invention while of general utility also has 
specific application to the digitizing of one-shot, fast rise 
time analog signals representing the radiant energy in- 
cident to a shock wave in a gas shock tube. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a schematic block diagram of a shock tube 
data acquisition system with which the present invention 
has been used. 

FIG. 2 is a pictorial representation of scanning lines 
scanning a displayed waveform. 

FIG. 3 is a chart of waveforms at selected points from 
the schematic in FIG. 1. 

FIG. 4 is a chart of waveforms at selected points from 
the schematic in FIG. 1. 

FIG. 5 is a block diagram of a system for converting 
a plurality of displayed waveforms to digital representa- 
tions. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

In FIG. 1, there is shown a gas shock tube 10 having 
a diaphragm 12 separating the tube 10 from a gas driver 
14. Gas drivers such as gas driver 14 are well known in 
the shock tube art and accordingly will not be discussed 
in detail. For purposes of discussion gas driver 14 is shown 
comprising an electrical energy source 16 which charges 
a capacitor 18 connected in parallel. In parallel connection 
with capacitor 18 is a series connected switch 20 and 
electrodes 22 and 24. When switch 20 is closed the energy 
contained in capacitor 18 will be discharged through the 
gap between electrodes 22 and 24. The electrodes 22 and 
24 are contained within container 26. The atmosphere 
in container 26 may be helium gas, for example, under a 
pressure of 200 pounds per square inch. The atmosphere of 
container 26 is separated from the gas in shock tube 10 by 
diaphragm 12. Diaphragm 12 typically will have a scored 
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center portion designed to rupture along the scored portion 
when the pressure differential between the gas in container 
26 and tube 10 reaches a predetermined value. The closure 
of switch 20 transfers the energy contained in capacitor 
18 to the atmosphere in container 26 increasing the pres- 
sure in the container 26 until diaphragm 12 ruptures. A 
shock wave is therefore created as the helium gas expands 
into the shock tube 10 dissipating its energy as it traverses 
the length of tube 10. 

Gas shock tube 10 is typically 40 feet in length and 
has a 6 inch diameter. Chamber 26 may be an extension of 
shock tube 10 also having a 6 inch diameter and being 
approximately 9 inches in length. The speed at which the 
shock wave travels down the length of tube 10 varies de- 
pending upon the gas contained in tube 10, the gas in 
chamber 26 and the pressure differential at which dia- 
phragm 12 ruptures and may exceed 40,000 feet per sec- 
ond. 

Coincident with the travel of the shock wave down the 
length of tube 10 is a spectral radiation phenomena result- 
ing from the exchange of energy between the gas in tube 
10 and the expanding gas from container 26. The convec- 
tive and radiative heating rate of the gas in tube 10, 
simulating the atmosphere of a particular planet, may be 
determined by measuring the equilibrium . and nonequi- 
librium spectral radiation incident to the shock wave. 
This data has particular importance in the material design 
of planetary entry vehicles. 

Sensing means 28 shown in FIG. 1 comprises a quartz 
lens (not shown) positioned near a slit in the tube 10. As 
the shock wave traverses the length of tube 10 passing 
proximate sensing means 28 the spectral radiation incident 
to the shock wave is refracted by the quartz lens into 
several frequency bands. Each frequency band refracted 
by the quartz lens is imaged upon a monochromator (not 
shown) which selects a particular wave length interval of 
the incident light. The sensing means 28 also includes a 
plurality of transducers each coupled to a particular mono- 
chromator for converting the energy contained in that 
particular frequency band to an electrical signal. A photo- 
multiplier (not shown) is associated with each transducer 
and amplifies that signal. The arrangement shown in FIG. 
1 provides a means for converting the analog signal output 
from sensing means 28 on line 30, representing the radia- 
tion energy of a particular frequency band, to a digital 
representation. 

The analog signal on line 30 is connected as an input 
to a display means comprising cathode ray oscilloscope 
32. In FIG. 2 there is shown a pictorial representation of 
,a waveform 34 as it would appear on the screen of oscillo- 
scope 32. 

The analog signal appearing on line 30 is also an input 
to a one-shot multivibrator 36. The output from one- 
shot 36 will become true for a predetermined period of 
time when the signal appears on line 30. The output of 
one-shot 36 is connected as an input to AND gate 38 
in field isolation circuit 40. Start switch 42 has one ter- 
minal connected to a voltage potential and a second 
terminal connected as a second input to AND gate 38. 
Actuation of start switch 42 applies a true input to gate 
38 and also actuates switch 20 in the gas driver 14 pre- 
viously discused. Accordingly, a fraction of a second fol- 
lowing actuation of switch 42 an analog signal will appear 
on line 30 causing one-shot 36 to become true. The output 
of AND gate 38 is true when both of its inputs are true. 
The output of AND gate 38 is connected as an input to 
one-shot 44. One-shot 44 will have a true output, as shown 
in FIG. 3(b), for a predetermined period of time follow- 
ing the true input applied from AND gate 38. The output 
of one-shot 44 is an input to AND gate 46. A second in- 
put to AND gate 46 is generated by video camera 48 on 
line 62. 

Video camera 48 is disposed in optical communication 
with the display screen of the oscilloscope 32 and has a 
scanning axis extending in the same direction as the 
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amplitude axis of the displayed waveform. Accordingly, 
camera 48 must be positioned so that its normally hori- 
zontal scan lines are vertical with respect to the display 
screen. 

Referring now to FIG. 2 there is shown a display screen 
6 35 of oscilloscope 32 having a displayed waveform 34. A 
video raster, partially shown by scanning lines 50, 52, 54 
and 56, represents the action of the scanning means of 
camera 48 and is shown having a scanning axis extending 
10 in the direction of the amplitude axis of the displayed 
waveform 34. The scanning field for the scanning means 
is represented by the rectangular outline 58. Video camera 
48 will have approximately 262 scanning lines, such as 
scanning line 50, for each scanning field. Scanning line 
15 52 is the second scan line in the field and occurs at a 
predetermined interval from scan line 50. In a standard 
video camera, scan line 50 will traverse the vertical 
distance of the field in approximately 53 microseconds 
and return by dotted path 60 to begin scan line 52 in 
20 approximately 10 microseconds. The period of time repre- 
sented by line 60 is normally called the horizontal blank- 
ing period. Once all 262 scan lines have been traced and 
the extreme right hand side of field 58 is reached, the 
scanning means will return to the left hand side to begin 
25 scanning a second field. The period of time required for 
the scanning means to return from the right hand side of 
the field 58 to the left hand side is normally referred to 
as the vertical blanking time. 

In the present discussion since the horizontal scanning 
30 lines 50, etc. are oriented to scan vertically these lines will 
be referred to hereinafter as the vertical scanning lines. 
The blanking interval between scanning lines will be re- 
ferred to as the vertical blanking time and the normal 
vertical blanking time which returns the scan from the 
35 right hand side to the left hand side of the field 58 will be 
referred to as the horizontal blanking time. 

Referring again to FIG. 1, video camera 48 has an out- 
put on line 62 connected as an input to AND gate 46 and 
to inverter 64. The signal appearing on line 62 is the 
40 horizontal blanking signal from camera 48. FIG. 3(a) 
is a graph showing three horizontal blanking pulses from 
camera 48. During the interval between horizontal pulses, 
camera 48 will scan one scanning field comprising 262 scan 
lines. The horizontal blanking signal from camera 48, 
45 FIG. 3(a ) , and the output of one-shot 44, FIG. 3(b), are 
ANDed by AND gate 46 which has an output as shown 
in FIG. 3(c). The output of AND gate 46 is connected as 
a one-set input to flip-flop 76 through a differentiating 
network comprising capacitor 66 and resistor 68. FIG. 
50 3 (d) shows the differentiation of the output of AND gate 
46 by the differentiating network. Flip-flop 70 will be one- 
set by a positive going pulse from the differentiating net- 
work. Accordingly, it can be seen that the output of one- 
shot 44 must remain true for one complete scanning cycle 
55 of camera 48 to insure that one horizontal pulse from 
camera 48 will occur while one-shot 44 is true. 

The output of flip-flop 70 is shown in FIG. 3(g). Flip- 
flop 70 is one-set by the positive pulse from the differen- 
tiating network, that is, on the trailing edge of the output 
60 from AND gate 46. The trailing edge of the output from 
AND gate 46 is coincident with the trailing edge of the 
horizontal blanking signal on line 62 from camera 48. 
Flip-flop 70 then is one-set at the end of the horizontal 
blanking period when one-shot 44 is true. 

65 The horizontal blanking pulses on line 62 are inverted 
by inverter 64 and connected as a reset input to flip-flop 
70 through a differentiating network comprising capacitor 
72 and resistor 74. FIG. 3(c) is a representation of the 
output from inverter 64. FIG. 3 (f) shows the differentia- 
70 tion of the output from inverter 64 by the capacitor 72 
and resistor 74. Flip-flop 70 will be reset by a positive 
going pulse from the differentiating network. It can be 
seen then that flip-flop 70 will be reset on the leading edge 
of each horizontal blanking pulse from camera 48. Ac- 
75 cordingly, the output of flip-flop 70 will be set true on the 
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trailing edge of the first horizontal blanking pulse to 
occur after one-shot 44 has been set true and will be reset 
on the leading edge of the next horizontal blanking pulse. 

A second output from camera 48 on line 76 is connected 
as an input to amplifier 78 in control circuit 80. The signal 
on line 76 is the composite video and vertical blanking 
pulse signal from camera 48. FIG. 4 (a) is a representation 
of the signal on line 76 as it would appear for the scanning 
lines 54 and 56 in FIG. 2. The negative pulses, in FIG. 
4(a), are the vertical blanking pulses and the positive 
pulses are the video indicia. 

In a standard video camera, the vertical blanking pulses 
shown in FIG. 4(a) will occur every 63.5 microseconds 
whereas the horizontal blanking pulses shown in FIG. 3(a) 
will occur every 16.5 milliseconds. That is, approximately 
262 vertical blanking pulses, or one full scanning field, 
will occur during the interval between the horizontal 
blanking pulses of FIG. 3(a). 

Camera 48 generates a third signal output which ap- 
pears on line 104 and which is connected to a differen- 
tiating network comprising capacitor 95 and resistor 97 in 
the control circuit 80 in FIG. 1. This signal is the vertical 
blanking signal and is shown in FIG. 4(e). The vertical 
blanking pulses in FIGS. 4(a) and 4(e) are generated at 
the same time by camera 48. 

The scanning lines seen in FIG. 2 are initiated when 
the trailing edge of each vertical blanking pulse occurs 
and are terminated when the leading edge occurs. For 
example, scan line 54 is initiated at point 82 in FIG. 2 
when the trailing edge, designated point 82, of the first 
vertical blanking pulse in FIGS. 4(a) and 4(e) occurs and 
is terminated when the leading edge, designated point 85, 
of the next blanking pulse occurs. The positive pulse 
designated 84 in FIG. 4(a) is the indicia generated by 
camera 48 when scan line 54 intersects the displayed 
waveform 34. Similarly, point 86 in FIGS. 4(a) and 4(e) 
represents the indicia generated by camera 48 correspond- 
ing to the initiation of scan line 56. Point 88 in FIG. 4(a) 
represents the indicia generated by camera 48 when scan 
line 56 intersects waveform 34 and point 89, in FIGS. 4(a) 
and 4(e), is the indicia which is generated by camera 48 
indicating the termination of scan line 56. 

The signal on line 76 is amplified by amplifier 78 and 
applied as an input to Schmitt trigger 90. The true output 
of flip-flop 70 is connected as an enabling input to ampli- 
fier 78. Amplifier 78, therefore, will amplify the signal 
on line 76 only during the first full scanning field of 
camera 48 following the occurrence of the shock wave in 
tube 10. 

Schmitt trigger 90 only responds to the video pulses 
amplified by amplifier 78, such as pulses 84 and 88 in FIG. 
4(a), and will have a square pulse output as shown in 
FIG. 4(b) for each video pulse input. The output of 
Schmitt trigger 90 is differentiated by a differentiation 
network comprising capacitor 91 and resistor 93, as shown 
in FIG. 4(c), and is applied as an input to one-shot 94. 
One-shot 94 is designed to have a true output for a pre- 
determined period of time following a positive pulse in- 
put from the differentiating network as seen in FIG. 4(d). 
One-shot 94 is included in control circuit 80 to provide a 
power gain stage between Schmitt trigger 90 and the re- 
maining logic in the circuit. The output of one-shot 94 is 
a reset input to flip-flop 96. 

The vertical blanking pulses appearing on line 104, 
FIG. 4(e), are differentiated by a differentiating network 
comprising capacitor 95 and resistor 97, as shown in FIG. 
4(f) and are connected to one-shot 92 and inverter 99. 
One-shot 92 is designed to generate a true output for a 
predetermined period of time following a positive pulse 
input from the differentiation network. The output of one- 
shot 92 is connected as a one-set input to flip-flop 96, 

The true output of flip-flop 96 is shown in FIG. 4(#). 
Flip-flop 96 will become set, or true, when the output of 
one-shot 92 becomes true and will be reset, or false, when 
the output of one-shot 94 becomes true. The flip-flop 96, 


6 

therefore, will be set true on the trailing edge of each 
vertical blanking pulse appearing on line 104 and reset 
when a video pulse appears on line 76. The period of 
time that flip-flop 96 is true is proportional to the ampli- 
tude of the displayed waveform 34. 

5 The true output of flip-flop 96 is an input to AND gate 
98. A second input to gate 98 is a clock input. In the pre- 
ferred embodiment of the present invention the clock in- 
put to gate 98 has a frequency of 10 megacycles. The out- 
put of AND gate 98, as seen in FIG. 4(h ) , will follow 
the clock pulse input so long as flip-flop 96 is true, that is, 
AND gate 98 will have a 10 megacycle pulse output during 
the period of time between the initiation of a scan line 
and the intersection of the waveform 34 by the scan line 
15 as seen in FIG. 2. 

The output of AND gate 98 is an input to a counting 
means comprising counter 100. Counter 100 includes a 
series of flip-flops (not shown) interconnected as a binary 
counter. Counter 100 will advance in response to each 
2 q clock pulse input from AND gate 98. The number of 
flip-flops employed in counter 100 is dependent upon 
the frequency of the clock input to gate 98 and the ex- 
pected length of time during which AND gate 98 will 
be enabled by flip-flop 96. In the preferred embodiment 
2 5 of the present invention 13 flip-flops were found to be 
sufficient. If the clock frequency is increased to increase 
the resolution of the counting by counter ICO, the num- 
ber of flip-flops must also be increased. 

Inverter 99, FIG. 1, inverts the signal from the differ- 
30 entiating network comprising capacitor 95 and resistor 
97 and has an output which is the inverse of that shown 
in FIG. 4(f). The output of inverter 99 is an input to 
one-shot 102. One-shot 102 is designed to have a true 
output for a predetermined period of time, for example 
35 2 microseconds, following a positive pulse input. Recall 
that, as shown in FIG. 2, a vertical blanking pulse will 
occur between the termination of a scan and the initia- 
tion of the following scan. Accordingly, one-shot 102 
will be one-set for a predetermined period of time by 
40 the leading edge of each vertical blanking pulse generated 
by camera 48. The output of one-shot 102 is an input to 
gate 105 and one-shot 108. The outputs of the flip-flops 
contained in counter 100 are connected in parallel to 
gate 105 as shown by double shafted arrow 110. These 
45 flip-flop outputs will be connected as inputs to com- 
puter 112, shown by double shafted arrow 114, when 
one-shot 102 is true as an input to gate 105. 

One-shot 108 will be set true for a predetermined 
period of time, for example two microseconds, following 
50 the return of the output of one-shot 102 to its normal 
state. The output of one-shot 108 is a reset input to the 
flip-flops contained in counter 100 and to flip-flop 96. 
When a vertical blanking pulse occurs on line 104 from 
camera 48, then, one-shot 102 will be set true for two 
55 microseconds on the leading edge of the pulse thereby 
enabling the data contained in counter 100 to be copied 
by computer 112. When the one-shot 102 returns to 
its normal state, one-shot 108 is trigged on resetting the 
flip-flops in counter 100. The counter 100 therefore is 
60 reset to an initial value during the vertical blanking 
period between each scan line. 

In summary, start switch 42 is actuated enabling AND 
gate 38 and closing switch 20 in gas driver 14. A shock 
wave is initiated which travels down shock tube 10. A 
65 signal appears on line 30 as the shock wave passes adja- 
cent sensing means 28 and is traced on the display 
screen of oscilloscope 32. The signal also sets one-shot 
36 true resulting in a true output from AND gate 38. 
One-shot 44 is set true by AND gate 38 and enables 
70 AND gate 46. The first horizontal blanking pulse from 
camera 48 following the detection of the shock wave is 
reproduced by gate 46 and is differentiated to one-set 
flip-flop 70. Flip-flop 70 will remain true during the 
entire scanning field enabling amplifier 78. Field isola- 
76 tion circuit 40 insures that circuit 80 will enable AND 
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gate 98 only during the first full scanning field follow- 
ing the shock wave. At the initiation of each scan dur- 
ing this field, flip-flop 96 is set true and is reset false 
when the scan intersects the displayed waveform on 
the oscilloscope 32. The true output of flip-flop 96 is 
therefore a pulse which is initiated when the first indicia 
is generated by scanning means 48, indicating the initia- 
tion of a scan line, and which is terminated when the 
second indicia is generated, indicating the intersection 
of the scan line and the displayed waveform. The dura- 
tion of the pulse from flip-flop 96 is therefore propor- 
tional to the amplitude of the waveform 34 at the point 
of the particular scan. AND gate 98 applies a clock input 
to counter 100 during this interval. The data contained 
in counter 100 is shifted through gate 105 to computer 
112 at the termination of each scan. Once this data shift 
has been completed the counter 100 is reset. 

The data shifted from counter 100 to computer 112 
is a digital representation of the amplitude of the dis- 
played waveform 34 on the display screen of oscilloscope 
32. At the end of the first scan field of camera 48 follow- 
ing the occurrence of the shock wave, the computer 112 
will contain digitized values of the amplitude of the dis- 
played waveform at predetermined intervals along the 
time axis of the waveform. Since the ordinate Y, the 
amplitude of the waveform, is known for every AX 
interval, the interval between scanning lines, computer 
112 can calculate the area beneath the displayed wave- 
form by application of Simpson’s or the Trapezoidal 
rule. 

Note, in FIG. 2, that there may be scan lines in the 
scanning field, such as line 50, which do not intersect 
the displayed waveform 34. Accordingly, at the end 
of such a scan line, counter 108 will contain a value, 
the maximum value possible, which is shifted to com- 
puter 112. These values, which do not represent actual 
points on the waveform, are easily identified and elimi- 
nated during data reduction. Flip-flop 96 will have no 
reset input from one-shot 94 in the event that a scan 
line does not intersect the waveform 34. However, when 
one-shot 108 is set true to reset the flip-flops in counter 
100 the flip-flop 96 will also be reset. 

It should also be observed that each count shifted 
from counter 100 to computer 112, representing the 
digital value of the time elapsed between the initiation 
of a particular scan and the intersection of the scan 
with the waveform, includes a value representing the 
time elapsed between the initiation of the scan and the 
point where the scan line actually enters the area be- 
neath the waveform. This latter value is not desired in 
the computer calculation and may also be easily com- 
pensated for during data reduction. 

The present invention is suited to digitize waveforms 
which are displayed in any manner. For example, a 
photograph of a waveform, or a graphical reproduction 
of a waveform by an X-Y plotter may be substituted 
for the oscilloscope 32. The only restriction is that the 
displayed waveform must be present long enough for 
one full scanning field of scanning means of camera 48 
to occur. Advantageously, the persistence of a wave- 
form traced on the display screen of a standard oscillo- 
scope is approximately 50 milliseconds which is satis- 
factory for use with a standard video camera which 
completes one full scanning field in 16.5 milliseconds. 

Recall that the radiant energy of particular frequency 
bands in the spectrum of the radiation incident to a 
shock wave traveling down shock tube 10 may be calcu- 
lated by refracting the radiation into frequency bands 
by a quartz lens proximate a slit in tube 10. The energy 
contained in each frequency band may then be converted 
to an electrical signal which is displayed on a display 
means and digitized by the previously discussed tech- 
nique. 

Referring now to FIG. 5 there is shown a system 
comprising two subsystems for digitizing two simultane- 
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ously occurring waveforms such as two signals repre- 
senting the energy in two frequency bands of the re- 
fracted radiation. Each subsystem is shown in block 
diagram form and conforms substantially to the preced- 
5 ing discussion associated with FIGS. 1 through 4. 

The actuation of start switch 42 initiates a shock wave 
in shock tube 10 resulting in a signal on line 30 which 
is displayed on display means 32 and which represents 
the energy in one frequency band. A signal on line 116 
2Q representing the energy contained in a second frequency 
band and which occurs simultaneously with the signal on 
line 30 is applied to display means 118. 

Field isolation means 40 will generate a true output 
during the first full scanning field of camera 48 follow- 
15 ing the occurrence of the shock wave. The true output 
of isolation means 40 on line 120 enables circuit 80 
which allows the counter 100 to respond to the video 
output from camera 48 on line 76. At the termination of 
each scan during the scanning field the contents of counter 
20 100 are shifted through a diodematrix 106 to computer 
112. The counter 100 is thereafter reset. 

The second subsystem for digitizing the output from 
photomultiplier number 2 is synchronized with the opera- 
tion of the first subsystem. The output on line 120 is 
25 connected as an input to one-shot 122. One-shot 122 will 
be set true for a predetermined period of time, for ex- 
ample 4 microseconds, when the output from isolation 
means 40 is true. One-shot 122 is connected as an input 
to the horizontal synchronization circuits of camera 124. 
30 Camera 124 will respond to the termination of the true 
output from one-shot 122 by initiating a scanning field. 
Accordingly, camera 124 will begin to scan the displayed 
waveform on oscilloscope 1 18, 4 microseconds after cam- 
era 48 initiates its scanning field. 

35 The video output from camera 124 on line 126 is an 
input to circuit 128. Circuit 128 corresponds in structure 
and function to circuit 80 as previously discussed. The 
output of one-shot 122 is also an input to circuit 128 and 
serves the same function as the field isolation circuit 40 
40 does for circuit 80. Circuit 128 will set flip-flop 130 as 
each scan in the scanning field is initiated and reset the 
flip-flop 130 as each scan intersects the displayed wave- 
form on oscilloscope 118. The true output of flip-flop 130 
enables AND gate 132. AND gate 132 is an input to 
45 counter 134 and will have an output which follows the 
clock pulse input to gate 132 so long as flip-flop 130 is 
true. At the end of each scanning line of camera 124 a 
vertical blanking pulse will appear on line 136 as an in- 
put to control circuit 128. Control circuit 128 will set 
50 one-shot 138 true for a predetermined period of time 
on the leading edge of each vertical blanking pulse ap- 
pearing on line 136. During the true state of one-shot 138 
the data contained in counter 134 will be connected in 
parallel to computer 112 via lines 142 and 114. When 
55 one-shot 138 returns to its normal state one-shot 140 
will become one-set for a predetermined period of time 
resetting the flip-flops in counter 134. 

By delaying the initiation of the scanning field for the 
second subsystem by 4 microseconds, it can be seen that 
60 the first scan line for the first subsystem will be com- 
pleted and the data shifted from counter 108 to com- 
puter 112 by the time the data in the second subsystem 
contained in counter 134 is ready to be shifted to com- 
puter 112. The subsystems being thus synchronized only 
5 one diodematrix is required for shifting data from the 
various counters to computer 112. 

A third subsystem may be added to the system by de- 
laying the initiation of the scanning field for that sub- 
70 system by 4 microseconds following the initiation of the 
scanning field for the second subsystem. This delay is pro- 
vided by one-shot 144. Additional subsystems may be 
added to the system by cascading them in a like manner. 

It has been pointed out that the digital data stored in 
75 the computer following scanning of the displayed wave- 
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form, can be utilized, with suitable programming, to cal- 
culate the area under the waveform which is the total 
value of the radiant energy represented by the displayed 
waveform. It is also feasible to utilize the same stored 
data to reconstruct and display a visual image which cor- g 
responds to the original displayed waveform. Such re- 
construction would result in a virtually true reproduction 
of the original waveform and could be used for study in 
the same manner as a photographic copy made at the 
time of the original display. 10 

Although the preceding discussion was directed specifi- 
cally to showing how the present invention could be ap- 
plied to the digitization of an analog signal obtained from 
a gas shock tube, it should be apparent that it has gen- 
eral application for converting any analog signal to a 15 
digital representation. In particular, the present invention 
provides a means of digitizing one-shot analog signals 
having a fast rise time. 

What is claimed is: 

1. An apparatus for digitizing the amplitude of an 20 
analog signal at predetermined intervals comprising: 

an electron beam deflection means responsive to said 
analog signal and having a display screen for display- 
ing said analog signal; 

scanning means including a camera tube disposed in 25 
optical communication with said display screen hav- 
ing a scanning axis extending in the direction of the 
amplitude axis of said displayed analog signal for 
scanning said display screen at predetermined inter- 
vals along the time axis of said displayed signal, said 30 
scanning means generating a first indicia when each 
scan is initiated, a second indicia when said scan 
intersects said displayed signal and a third indicia 
at the end of each scan; 

counting means responsively coupled to said scanning 35 
means; 

means for initiating a count when said scanning means 
generates said first indicia; 

means for terminating said count when said second in- 
dicia is generated; and 40 

storage means responsively coupled to said counting 
means and said scanning means for storing the digi- 
tal representation contained in said counting means 
when said scanning means generates said third indicia. 

2 . An apparatus for determining the energy content of 45 
a high speed, one-shot signal, comprising: 

an electron beam deflection means responsive to said 
analog signal and having a screen for displaying said 
analog signal as a waveform; 

scanning means including a camera tube disposed in 
optical communication with said display screen and 
having a scanning a scanning axis parallel to the 
amplitude axis of the displayed waveform for scan- 
ning the display screen at predetermined intervals 55 
along the time axis of the displayed waveform, said 
scanning means generating a first indicia when each 
scan is initiated; 

means for generating a second indicia when said scan 
intersects said displayed waveform; 60 

counting means responsively coupled to both of said 
means; 

means for initiating a count when said scanning means 
generates said first indicia; 

means for terminating said count when said second 
indicia is generated; 

means for storing sequential count data as generated; 
and, 

integrating means for summing the stored data to obtain 70 
a value which represents the energy content of the 
signal. 

3. An analog to digital conversion system for use with 

a gas shock tube wherein energy is radiated incident to a 
shock wave comprising : 7 5 
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display means for displaying a plurality of simulta- 
neously occurring analog signals each said signal 
being proportional to the energy contained in a par- 
ticular frequency band of the radiant energy incident 
to said shock wave; 

a plurality of scanning means, each in optical com- 
munication with a particular displayed signal and 
having a raster scanning axis extending in the direc- 
tion of the amplitude axis of said displayed signal, for 
scanning said said signal at predetermined intervals 
along the time axis of said signal with successive 
scanning lines, said scanning means generating in- 
dicia having a temporal relationship representative 
of the amplitude of said analog signal at said pre- 
determined intervals, said scanning by each scanning 
means being initiated in a predetermined sequence to 
have all scanning means complete a first scanning line 
sequentially before any scanning means initiates a 
second scanning line; and, 

a plurality of digitizing means each responsively cou- 
pled to a particular scanning means for providing a 
digital representation of said indicia generated by 
said scanning means for each scanning line. 

4. The apparatus as described in claim 3 further in- 
cluding storage means coupled to said plurality of digitiz- 
ing means and to said plurality of scanning means for 
storing said digital representations sequentially in the 
order that said scanning means complete each scanning 
line. 

5. A system for accumulating data corresponding to 
the amount of spectral radiation, at preselected wave- 
lengths, that is produced by a shock wave created in a 
controllable shock tube facility, said system comprising: 

sensing means for providing an analog signal repre- 
sentative of the energy level of said spectral radia- 
tion; 

display means for providing a transient two-dimen- 
sional graphic display of said analog signal, said 
graphic display depicting a plot of said energy level 
as a function of time, units of energy level and time 
being respectively measured along an amplitude axis 
and a time axis orthogonal thereto; 

camera means, disposed in optical communication with 
said graphic display and having a raster including 
scanning lines extending parallel to said amplitude 
axis, for providing video signals corresponding to 
said graphic display and raster signals representing 
the commencement and termination of each of said 
scanning lines; 

quantizing means, responsive to said video signals and 
said raster signals for providing digital signals cor- 
responding to said units of energy level as a func- 
tion of time; and 

storage means for providing a permanent record of said 
digital signals. 

6. The system defined by claim 5 further including 
switching means for simultaneously energizing said quan- 
tizing means and creating said shock wave. 

7. The system defined by claim 5 wherein said quantiz- 
ing means includes: 

a digial counter for generating said digital signals; 

means for initiating operation of said digital counter 
in response to raster signals representing the com- 
mencement of succesive scanning lines; and 

means for terminating operation of said digital counter 
in response to said video signals. 

8. The system defined by claim 7 further including 
transfer means for sequentially applying said digital sig- 
nals to said storage means in response to said raster sig- 
nals representing the termination of successive scanning 
lines. 



3,566,396 


11 

9. The system defined by claim 8 further including 
switching means for simultaneously energizing said quan- 
tizing means and creating said shock waves. 
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